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A noninvasive, in situ calibration method for total internal re-
flection microscopy (TIRM) based on optical tweezing is pre-
sented, which greatly expands the capabilities of this technique.
We show that by making only simple modifications to the basic
TIRM sensing setup and procedure, a probe particle’s absolute
position relative to a dielectric interface may be known with bet-
ter than 10 nm precision out to a distance greater than 1 μm from
the surface. This represents an approximate 10× improvement in
error and 3× improvement in measurement range over conven-
tional TIRM methods. The technique’s advantage is in the direct
measurement of the probe particle’s scattering intensity vs. height
profile in situ, rather than relying on assumptions, inexact system
analogs, or detailed knowledge of system parameters for calibra-
tion. To demonstrate the improved versatility of the TIRM method
in terms of tunability, precision, and range, we show our results
for the hindered near-wall diffusion coefficient for a spherical
dielectric particle.
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Total internal reflection microscopy (TIRM) is a near-field
optical imaging (1, 2) and particle-tracking (3) technique with

nanometer resolution in the vertical dimension that allows for
the detection of surface forces down to the subpiconewton re-
gime. In TIRM, a particle is tracked by the intensity of light it
scatters from the evanescent field of a totally internally reflected
beam. Because the intensity of an evanescent field drops off
exponentially with distance from the interface, z, that is,

IfieldðzÞ= I0e−βz [1]

with β−1 typically 100 nm or less, the excitation region is thin and
selective, and the signal-to-noise ratio inherently high, so sensing
can be done with very low laser powers (∼1 mW) noninvasively
and nondestructively. As such, TIRM is widely practiced in the
biological sciences (2, 4–10) and a popular method for imaging
and particle tracking in rapidly growing fields such as protein-
folding measurements (11), single-molecule studies (12–14), and
investigations of the secretion mechanisms of cells (15–18).
TIRM’s attraction for physical scientists lies mainly in its

resolution. It is among the most sensitive methods for tracking
motion perpendicular to a surface. By measuring the object’s
height probability density function in thermal equilibrium and
inverting the Boltzmann distribution, the potential energy profile
can easily be obtained (3). In this way, TIRM has been used with
good success in photonic force microscopes (19–22) to measure
electrostatic double layer, van der Waals, optical, and critical
Casimir forces acting on micrometer-sized particles (23–27).
Most of these measurements, in biology and in physics, stand to

benefit greatly from quantification of a tracked particle’s absolute
position, but currently proceed uncalibrated out of necessity. The
intensity of the light scattered by the probe particle as a function of
height is essentially unknown and assumed to follow the expo-
nential profile in Eq. 1 with the decay length ðβ−1Þ calculated from
the geometry of the setup. In this article, we make the majority of
our comparisons against this class of experiments.

Significant past efforts in calibrating the evanescent scattering
intensity profile have gone in two main directions. The first replaces
the dynamical experimental system with a carefully fabricated, static
calibration standard that mimics experimental parameters but has
known height values (28–31). The accuracy of this calibration
depends on the faithfulness of the reproduction. More promising is
the category of in situ calibration methods. However, there are
limited means for the precise and noninvasive positioning of
micrometer-sized probes (11). Meanwhile, diffusive dynamics of
colloids have been exploited successfully to provide an in-
dependent height reference used to calibrate scattering intensity
(32–35). However, this approach not only presupposes the
availability of large amounts of time-resolved data, but also
demands precise knowledge of several difficult experimental
parameters such as local temperature, viscosity of the fluid, and
size and geometry of the particle.
Without an accurate, accessible, in situ calibration available,

the TIRM method has so far found limited use beyond the
simplest, most well-approximated systems (5). For example, in
measurements over a large range of distances from the surface,
requiring accurate knowledge of absolute positions, involving
inhomogeneous media, nonspherical particles, or highly re-
flective materials such as metals, the potential of the technique
has not been fully realized (36–38).
We propose an optical tweezer (39)-based calibration that di-

rectly measures the intensity–height profile for a given scatterer
and TIRM configuration and can be performed quickly and in situ.
The optical tweezer, or single-beam gradient optical trap, holds the
scatterer in three dimensions at a fixed position relative to the
beam focus (40). By shifting the focus, the particle can be made to
approach the surface in precisely measured steps. The scattering
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intensity is monitored until further steps produce no change in the
signal, indicating that the bead has reached the surface.
In Experiment, we discuss the experiment in detail, including

the setup. A few straightforward changes made to the usual
TIRM setup enable our in situ calibration. First, the collection
objective is replaced by a high numerical aperture (NA) water-
immersion objective capable of 3D optical tweezing of a microm-
eter-sized dielectric particle. Second, the micrometer vertical stage
on which the objective is mounted is fitted with closed-loop piezo
controls for finely calibrated focus adjustment. And finally, the top
surface of the glass sample slide is coated with a quarter-wave-
length thick layer of evaporated glass to cancel the optical tweezer
reflected beam. By opening and closing an iris located in the back
focal plane of the objective, we adjust trap laser power and the NA
and can quickly switch between 3D optical tweezing (calibration)
and 2D optical trapping (measurement) modes of operation.
In Data, we discuss the data-taking procedure and detailed

considerations that make this calibration possible. Because the
correspondence of piezo step size to particle displacement is an
important prerequisite in our experiment, we take steps to
measure and eliminate distortions in the particle’s trapping po-
tential energy profile due to reflections or the presence of a thick
electrical double layer. Data are presented that demonstrate the
necessity and effectiveness of an antireflection coating as well as
the addition of salt into the suspending fluid.
In Results, we demonstrate the effectiveness of the proposed

calibration method for absolute position TIRM with two main
results. The first experiment measures intensity–height calibration
curves for several evanescent field penetration depths ranging
from 90 nm to 270 nm taken with the same probe particle. The
error on β determined in this way does not diverge as the angle of
incidence approaches the critical angle as with traditional meth-
ods, but rather remains below 1% in all fits. A key and yet un-
explored feature of TIRM sensing techniques is the ability to freely
tune (even in real time) the length-scale parameter β to optimize
for precision or range. Our demonstrated ability to measure, ac-
curately and in situ, the β parameter should therefore greatly
improve the versatility and applicability of the TIRM technique.
To prove this extended versatility, along with the calibration’s

accuracy, we also perform experiments in which we fix the angle
of incidence such that the penetration depth is about 300 nm
and measure the hindered perpendicular diffusion coefficient of
a 3-μm glass bead in steps of 50 nm out to a distance of about
1.2 μm. Our results agree with hydrodynamic theory throughout,
and are, to our knowledge, the longest-range and most accurate
measurement of hindered near-wall diffusion using TIRM.

Experiment
Setup. In our experiment we use plain glass spheres with a density
of 2.0 g/cm3 and a nominal diameter of 3 μm (Corpuscular;
C-SIOs-3.0). The beads come suspended in deionized water and
are diluted by a factor of 100 and allowed to equilibrate at room
temperature before being loaded into the sample chamber. The
chambers have thicknesses of 15–20 μm for use with a short
working-distance objective and are fabricated by pressing two
strips of sealing film (Solaronix Meltonix 1170-25) between a no.
1.7 coverslip and a glass slide and heating to 120 °C for 3–4 h in
an oven. The chambers are open on two sides so that the samples
may be loaded by capillary action of the fluid.
The antireflection (AR) coating, when it is applied, is de-

posited onto the top surface of the glass slide via plasma en-
hanced chemical vapor deposition (PECVD). It consists of
a quarter-wavelength thick layer of evaporated SiO2, with index
1.45, which closely approximates the geometric mean of n = 1.42
for glass (n = 1.52) and water (n = 1.33).
Fig. 1 shows the optical setup; a top–down view and a side view

are provided. Three light sources illuminate our sample. The col-
limated output from a 637-nm diode laser (Thorlabs LP637-SF70)
serves as our single-beam optical trap. It is expanded and then
focused through an objective onto the sample surface. The evanes-
cent wave used for positional sensing is generated by total inter-
nal reflection of a 550-nm laser source (NKT Photonics SuperK)
at the lower water–glass boundary of the sample chamber. A
polarizer and a half-wave plate are used to control the polarization
of the 550-nm source. p polarization (or transverse-magnetic po-
larization) was chosen for our experiments (41) and the scattered
light was detected without a polarizer. Finally, for visualization and
positioning, a white light-emitting diode provides bright-field illu-
mination of the sample surface over our 50-μm field of view.
During the experiment, our sample slides rest on a 60° prism

made of BK7 glass with index-matching fluid in between. The
prism is mounted on a two-axis motorized translation stage
(Thorlabs LNR50S) that controls lateral positioning of the sample
with micrometer precision. A vertical translation stage (Thorlabs
MAX301) with closed-loop piezo electronics positions the ob-
jective with better than 5 nm precision. The vertical travel range
is 4 mm manually and 20 μm by piezo.
We use a water immersion objective (Leica 63× NA 1.25) to

avoid the detrimental effects of spherical aberration introduced
by the immersion oil and aqueous suspension fluid index mis-
match (42). This also ensures that a vertical step in the piezo motor
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Fig. 1. (A) Top–down view of the total internal reflection microscopy (TIRM) setup with the trap, scattered, and illumination paths denoted with red, green,
and yellow lines, respectively. A 45° mirror above the 63× objective used to direct the beam downward onto the sample surface is not shown. (B) Side view of
the TIRM setup. Inset shows zoom in of a measured bead with the optical trap (red) and evanescent field profile (green) superimposed.
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corresponds to an equal magnitude displacement of the optical trap
focus in our sample fluid.
The same objective collects the photons scattered by a single glass

bead from the evanescent sensing field. The scattered light, after
traversing bandpass filters, is focused by a 4× objective onto a mul-
timode optical fiber and fed into a photon counter [Micro Photon
Devices PDM avalanche photodiode (APD)]. The photon-counting
interval can be set with a function generator in combination with
a pulse counter (National Instrument PCI-6602) and in this experi-
ment ranges from 200 μs to 1 ms. The diameter of the multimode
fiber core is 100 μm, which sets the size of the collection area on the
sample surface, measured with a stuck bead, to be about 6 μm in
diameter. Outside this area, the extinction is nearly complete, with
counts at background levels. Alignment is performed before each
experiment to center the optical trap in the collection region.

Data. We observe that the single-beam gradient optical trap (39)
was sufficient to lift a 3-μm diameter glass bead in water at powers
as low as 20 mW behind the objective. Because in this experiment
gravitational and radiation pressure forces act in the same di-
rection, the bead, as expected, is trapped axially slightly below the
focus of the beam (40). The 550-nm laser source, used to generate
the evanescent field for sensing near the glass–water interface, is
kept at relatively low power (less than 1 mW at a spot size of 300 μm)
to prevent perturbation of the optical field and optical forces acting
on the bead. Background counts, taken with the bead held far (at
least 2 μm) from the glass–water interface, are mostly due to
scattering of the evanescent field by impurities on the glass slide
and contribute ∼15–20 photon counts per millisecond, resulting in
a signal-to-noise ratio typically better than 100 for our experiments.
The particle absolute position as a function of scattering in-

tensity is determined as follows: The background measurement is
taken, and then the bead is lowered in precisely measured steps
toward the surface and the scattered intensity is monitored until
contact of the bead with the surface is made. Two abrupt changes
in the collected signal are observed at the bead–surface contact
point (Fig. 2). First, the intensity becomes constant with further
piezo steps, and second, the variance in measured counts decreases
and approaches Poisson statistics. This decrease in variance is due
to the fact that the bead is no longer diffusing because it is in
contact with the surface. We use these features to find the location
of the surface and therefore the absolute position of the bead.
Because the ability of the bead to approach the surface is limited by
the presence of a strong electrical double-layer force (23, 43), NaCl
is introduced into the sample fluid at a minimum concentration of
0.01 M in a typical calibration scan. The effects of salt concentra-
tion on the measured intensity profile are further discussed below.

AR Coating. Optical tweezing near a dielectric boundary suffers
from a known complication due to interference caused by
a weakly reflected backward-traveling wave (36, 44). Therefore,
even as the focus of the optical tweezer shifts, the interference
fringes remain fixed relative to the location of the surface,
resulting in step-like behavior of the trapped particle at regular
intervals (45). The effect of the standing-wave modulation of
our optical trap, despite the relatively low index contrast and
reflectivity (∼0.4%) at the water–glass interface, can be observed
in our data (Fig. 2A). We further confirm the effect is optical by
changing the wavelength of the trapping laser from 637 nm to
785 nm. The spacing of the fringes is measured to increase 21 ±
2%, which agrees with the theoretical prediction of 23%.
To overcome this complication we use the previously described

AR coating made of a quarter-wave layer (110 nm thickness) of
SiO2, which reduces by more than a factor of 10 the standing-
wave modulation of the optical tweezer while still maintaining the
glass surface’s chemical and electrical properties.
The intensity vs. height profile measured for a 3-μm glass

sphere above an AR-coated glass surface is shown in Fig. 2B.

Salt Concentration. Plain glass beads in deionized water above
a glass substrate exhibit strong electrical double-layer repulsion
because both surfaces acquire a negative charge upon contact with
the fluid. This electrostatic repulsion is partially screened by
a mobile layer of positively charged counter ions whose thickness
(characterized by the Debye length) depends upon the concen-
tration of dissolved electrolytes and can be hundreds of nano-
meters in extent in low-molarity aqueous solutions (46). In the
case where the Debye length ðλdÞ and separation (z) are small
compared with the radius of the particle, the potential profile of
the electrical double-layer interaction is well approximated by
a decaying exponential (47)

Vdl =Ae−z=λd ; [2]

where A is a constant that depends on the surface potentials and
geometries of the interacting bodies (23, 48) and can be quite
large in the case of glass in water, and the Debye length

λd =

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
ere0kT

e2NA
P

icizi

s
[3]

is determined by the permittivity of the fluid ðerÞ and the con-
centration of electrolyte species in mol=m3 ðciÞ with valency zi,
where NA is the Avogadro constant.
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Fig. 2. Plots of measured scattered light intensity vs. height for a 3-μm bead above the surface of a glass microscope slide. Red: Using a 637-nm wavelength
optical tweezer. Blue: Using a 785-nm wavelength optical tweezer. (A) No AR coating: The step-like behavior is due to formation of a standing-wave
component in the optical trap due to reflection from the glass–water interface. The plots are shifted vertically for clarity. (B) AR coated: The reflection is
eliminated and the bead is able to step smoothly toward the surface.
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As we lower the glass bead held in our optical tweezer in steps
toward the glass surface, interaction of their double layers can
not only disturb the equilibrium position of the sphere relative to
the optical tweezer focus, but also in some cases altogether
prevent the sphere from coming into contact with the surface.
Fig. 3 illustrates this effect. In the presence of a strong double

layer, as the trapping beam focus moves toward the surface, the
bead does not follow. In the data, this manifests as lower than
expected APD counts. However, by increasing electrolyte con-
centration, by the addition of NaCl to the colloidal mixture, the
double layer is thinned and its influence diminished until the
resulting intensity–height curve is similar to what one would
expect from a hard-wall potential. By examining the shape of the
curves as a function of ion concentration, we determined 0.01 M
to be a reasonable lower bound on the required salt concentra-
tion for an accurate calibration. As our piezo has precision better
than 5 nm, we estimate that the contact point determined in this
way has an uncertainty less than 10 nm.

Results
To demonstrate the utility of our calibration method we present
two results, obtained with 3-μm diameter glass beads optically
trapped in water above a glass surface. The first result (Fig. 4)
shows our method’s sensitivity to changes in angle of incidence
of the totally internally reflected (550 nm) beam. The second re-
sult (Fig. 5) demonstrates simultaneous calibration as well as high
spatial and temporal resolution particle tracking via a highly
accurate, long-range measurement of the hindered near-wall
diffusion coefficient.
It should be noted that even in a system involving only the low-

index contrast materials glass and water, multiple reflections
coupled with the bead’s anisotropic scattering of light may still
result in small distortions of the intensity–height profile from
exponential (29). Although our in situ calibration technique is
capable of measuring and quantifying these distortions, in our
case, they are muted by the presence of the AR coating, which,

although designed for the trap wavelength of 637 nm, still works
to reduce normal incidence reflectivity at the probe wavelength
of 550 nm by more than fivefold. Considering this, we fitted our
results in this model system to pure exponentials.

Calibrated Evanescent Field Profile. The decay-length ðβ−1Þ of the
evanescent field used for positional sensing depends upon the
angle of the incident beam and diverges as the angle approaches
the critical angle ðθc = sin−1ðn2=n1ÞÞ (49). The functional form of
β vs. angle of incidence is

β=
4π
λ

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
ðn1 sin θ1Þ2 − n22

q
: [4]

As it is difficult, in typical TIRM experiments, to determine
the angle of incidence with precision better than 0.5° (16, 28, 50),
uncalibrated TIRM measurements, even in systems with well-
behaved exponential intensity–distance relations, suffer from
growing uncertainty in the β parameter. For example, assuming
the typical quoted index of refraction for glass slides of 1.52 ±
0.01 and a 0.5° uncertainty in angle, at β−1 of 150 nm, the un-
certainty in β is ∼13%. For a bead at a nominal height of 400 nm
from the surface, this translates into an uncertainty of about 50
nm from the determination of β alone. As this error is systematic
to the measurement, it cannot be reduced by increasing inte-
gration or data collection time. At β−1 of 250 nm, the uncertainty
becomes even more dramatic (∼35%), corresponding to an un-
certainty of 140 nm at a bead height of 400 nm.
As we mentioned in the Introduction, one major advantage of

the TIRM technique over other high-precision positional sensing
techniques is the experimenter’s ability to tune desired sensitivity
against desired range by changing the β−1 parameter. This ability is
lost in a typical uncalibrated TIRM experiment, where evanescent-
field decay lengths are usually kept to around 100 nm or below to
ensure a correct estimation of the β parameter.
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Fig. 4 demonstrates precise and accessible tuning of the decay-
length parameter to values between 90 and 270 nm, spanning the
range from that of a typical TIRM experiment to the upper limit
of the validity of the exponential–intensity profile (41). The scans
took approximately 2 min each and are fitted to pure exponen-
tials according to the least-squares method. The error on the β
parameters does not exceed 1% on any fit and can be further
improved with increased integration time.

Wall Effects on Diffusion Coefficients. A sphere in fluid diffusing
close to a planar surface will experience increased viscous drag
compared with its motion in the bulk. This increased drag force
manifests in the Brownian dynamics of the particle as reduced
diffusion. In particular, the parallel D∥ and perpendicular D⊥ dif-
fusion coefficients of a sphere of radius R at height z above a
substrate calculated using hydrodynamic theory are (51, 52)

D∥ =D0

�
1−

9
16

Λ+
1
8
Λ3 −

45
256

Λ4 −
1
16

Λ5
�−1

[5]

D⊥ =D0

"
4
3
sinh α

X∞
n=1

nðn+ 1Þ
ð2n− 1Þð2n+ 3Þ

× 

 
2 sinhð2n+ 1Þα+ ð2n+ 1Þsinh 2 α

4 sinh2ðn+ 1=2Þα− ð2n+ 1Þ2 sinh2 α− 1

!#−1
;

[6]

where Λ=R=ðR+ zÞ and α= cosh−1ððz+RÞ=RÞ.
The exact dependence of the diffusion coefficients on z has

been validated by experimenters with varying methods but
overall success (53–56). As such measurements require very high
temporal and positional resolution, for motion perpendicular to
the planar surface, TIRM has more than once been the particle-
tracking technique of choice (36, 50, 57–59). In these measure-

ments, however, TIRM has historically fallen short of the holo-
graphic, interferometric methods of particle tracking. Without a
reliable calibration scheme, errors in absolute position are large
and the measurement range is limited. Existing diffusion co-
efficient measurements based on TIRM do not extend beyond
several hundred nanometers from the surface and either are
sparse or systematically disagree with hydrodynamic theory.
Here, we perform a simultaneous calibration and particle-

tracking experiment where a 3-μm diameter glass sphere held by
an optical tweezer is lowered in steps of 50 nm toward the glass
surface in an evanescent field with a decay length of about
300 nm. At each piezo position, the scattered field intensity is
monitored for 20 s with a temporal resolution of 200 μs. The
average intensity at each point is used to build the intensity–
position calibration curve, and the full time series, converted to
positions, is used to generate the autocorrelation function.
The position autocorrelation function for a particle under-

going damped Brownian motion in a harmonic oscillator po-
tential (formed by the optical trap) can be derived, for instance,
via a simple Langevin equation (60, 61). For overdamped sys-
tems (such as ours) where the particle is weakly trapped in a
viscous fluid, the autocorrelation function takes on a simple
analytical form (60)

GðtÞ= < xð0Þ xðtÞ>

=
kT
mw2

0
e−γt=2

�
cosh ðw1tÞ+ γ

2w1
sinh ðw1tÞ

�
;

[7]

where t is the time delay between two measurements of particle
position, w0 is the resonant frequency of the trap, w1 =

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
γ2=4−w2

0

q
,

and γ = 6πRη=m is the Stokes drag coefficient divided by mass.
In the limit of very small t, that is, at times shorter than the
momentum relaxation time for the sphere (in our case around 1 μs),
the motion of the particle is ballistic and the autocorrelation func-
tion is quadratic. In the limit of large t, at t > 20 ms, the auto-
correlation function reflects that of an overdamped harmonic
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oscillator and is a decaying exponential. At intermediate time-
scales, the motion resembles that of a freely diffusing particle,
and the autocorrelation can be approximated by a linear
function,

GðtÞ≈−D⊥t+ const:; [8]

whose slope is the diffusion coefficient D⊥. This dependence is
shown in Fig. 5, Inset, which allows us to extract D⊥ via a linear
fit of the particle’s autocorrelation function at t between 200 μs
and 5 ms. For a more detailed description of the data analysis see
SI Appendix.
Fig. 5 shows the diffusion coefficient as a function of height

obtained in this manner, which agrees well with predictions from
hydrodynamic theory. The measurement that produced these
data took a total of 20 min and spans the distance range from
a few nanometers to 1.2 μm above the glass surface.
As the trapping power was measured to be 40 mW behind the

objective, we assume negligible heating of the fluid and particle
(62). The fitted radius of the bead assuming the measured room
temperature of 22 °C is 1.26 ± 0.02 μm.

Precise Measurement of Bead Radius. To confirm the accuracy of
the fit result, we implement an independent method of deter-
mining bead radius, whereby we measure the change in effective
bead mass as a function of trap radiation pressure and extract
the bead mass intercept (at zero radiation power) via a linear
regression.
The potential energy profile for a glass bead above a glass

surface is expected to be, combining the double-layer repulsion
discussed previously and the gravitational and radiation pressure
effects (23, 25, 43),

V ðzÞ=Ae−z=λd +Bz; [9]

where B= ðρbead − ρwaterÞVg+ϕ, ρbead and ρwater are the densities
of glass and water, V the volume of the bead, g is the gravita-
tional acceleration, and ϕ is the force due to radiation pressure.
We reduce the NA of the trapping beam by closing the iris in the
back focal plane of the objective, largely removing axial confine-
ment of the particle, and obtain the parameter B by fitting the
potential for several different trapping powers. Assuming that
radiation pressure scales linearly with laser power (P) for a given

bead and trap configuration, i.e., ϕ= αP, a linear fit of B vs.
P yields from the intercept the bead mass and therefore radius.
Fig. 6 shows potential energy profiles obtained for the glass

sphere whose diffusion coefficient we measured in Wall Effects
on Diffusion Coefficients. The optical trap NA was reduced to
less than 0.2 and the trap power varied between 18 mW and 51
mW. The bead radius we obtain by fitting the potential energy
profiles, assuming room temperature, is 1.27 ± 0.05 μm, which is
in good agreement with the 1.26 ± 0.02-μm result in Wall Effects
on Diffusion Coefficients.

Conclusions
We have developed a scheme for high-resolution absolute posi-
tion particle tracking, using the TIRM scattering method. As the
TIRM technique is itself highly sensitive and highly tunable, our
main innovation is the introduction of to our knowledge the first
in situ calibration that does not rely on explicit knowledge of
additional experimental system parameters. By direct measure-
ment of the essential experimental parameters under exact ex-
perimental conditions, we eliminate errors associated with their
usual estimation or calculation.
Compared with typical TIRM experiments, we demonstrate

a more than 10× error reduction in determining the decay-length
parameter that sets the measurement range of a TIRM experi-
ment. We show free and ready tuning of this parameter, a valu-
able experimental degree of freedom rarely before exploited due
to prohibitively large errors. We are able to locate the point of
contact, with better than 10 nm precision, yielding absolute in-
stead of relative positional values. To show the extended versa-
tility of the TIRM technique we repeated an experiment re-
quiring high sensitivity, long range, and absolute positions that
has previously proved challenging for this sensing method. Our
results exceed in range that of previous experiments by a factor
of 3 and show good agreement with hydrodynamic theory
throughout. In the future, we imagine precise measurements in
inhomogeneous media, amid more complex geometries, above
metal surfaces, and more, to access novel forces in previously
unexplored systems.
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